[A comparative study of immobilizing properties of the "boot" plaster bandage after manual and device reposition of fractures of the malleolus].
The article deals with the comparative evaluation of the immobilizing properties of the "boot" plaster bandage after manual and apparatus reposition of the malleoli. It was revealed by means of the EMED and F P/10 apparatus (FGR) that the immobilizing property of the "boot" plaster bandage is higher in apparatus than in manual reposition.